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Summary 


A wind tunnel investigation was conducted in the Langley Unitary Plan Wind Tunnel (UPWT) to 
determine the effectiveness of a wedge probe to measure sonic boom pressure signatures. A generic 
business jet model at a constant angle of attack and at a single model to probe separation distance 
was used to generate a sonic boom signature. Sonic boom pressure signatures were acquired with 
both a wedge probe and a slender conical probe for comparison. The test was conducted at a 
Mach number of 2.0 and a free-stream unit Reynolds number of 2 million per foot. The results 
showed that the wedge probe was not effective in measuring the sonic boom pressure signature of 
the aircraft model because the spatial separation of three measured pressures on the wedge probe 
violated an assumption in the development of the wedge probe data reduction equations that the 
entire probe is in a uniform flow field. 


Introduction 

Experimental research to measure sonic boom pressure signatures of aircraft in wind tunnels has 
been conducted since the 1950s using a variety of techniques (ref. HHHJ). Through the years, the 
technique that used slender conical probes became the predominate standard for measuring sonic 
boom pressure signatures. Because slender conical probes only measure local static pressure, ref- 
erence m described the development of a wedge probe that could not only determine local static 
pressure but also stagnation pressure, Mach number, and flow angularity in the flow field of an 
aircraft. Reference (TO) presented the results of a wind tunnel test using the wedge probe and stated 
that the probe worked well in the free-stream flow; however, wind tunnel problems during the test 
prevented the acquisition of sonic boom pressure signatures of an aircraft model. In the late 2000s, 
another similar but larger wedge probe was fabricated and tested in both a wind tunnel and in 
flight as described in reference I 111 The wind tunnel test of the second wedge probe did not measure 
the sonic boom signature of an aircraft model but rather measured the pressure signature created 
by a disturbance bump mounted to the tunnel sidewall. To date, the sonic boom signature of an 
aircraft model has not been measured in a wind tunnel using a wedge probe. In the present study, 
a wind tunnel test was conducted to investigate the effectiveness of a wedge probe to measure sonic 
boom pressure signatures. 

A wind tunnel investigation was performed in the Langley Unitary Plan Wind Tunnel (UPWT) 
to measure the sonic boom pressure signature of an aircraft model using both the wedge probe 
described in reference US and a slender conical probe for comparison. The sonic boom pressure 
signature was generated with an existing generic business jet model. The investigation was con- 
ducted as part of a wind tunnel test that studied the ability of a slender conical probe to measure 
sonic boom signatures while continuously moving the aircraft model past the probe as described in 
reference [T2] The tests were conducted at a Mach number of 2.0 and at a free-stream unit Reynolds 
number of 2 million per foot. The sonic boom pressure signatures were obtained with the model 
at a single angle of attack (« 2.3°) and at a model nose to survey probe (wedge or slender conical) 
separation distance of 13.5 in. 


Nomenclature 

Abbreviations and Acronyms 

AOA angle of attack, deg 

ID inside diameter 

NF normal force, lbf 
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OD 

PM 

PRT 

psfa 

psfd 

SLSLE 

UPWT 


outside diameter 

pitching moment, in-lbf 

platinum resistance thermometer 

pound- force per square foot absolute (lbf/ft 2 ) 

pound- force per square foot differential (lbf/ft 2 ) 

straight-line segmented leading edge 

Unitary Plan Wind Tunnel 


Symbols 

h 

M 

P 

Po 

P03 

P(M 

Pi 

Pref 

Q 

Re 

T 0 

v 


distance from model nose to survey probe (wedge or conical) measured perpendicular 
to tunnel sidewall (see figure 2b and 4c), in. 

Mach number 

free-stream static pressure, psfa 
free-stream stagnation pressure, psfa 

measured stagnation pressure behind normal shock on wedge probe upper surface 
(see figure Al), psfa 

measured stagnation pressure ahead of wedge probe oblique shock and behind normal 
shock (see figure Al), psfa 

computed static pressure ahead of wedge probe (see figure Al), psfa 

reference probe pressure, psfa 

free-stream dynamic pressure, psfa 

free-stream unit Reynolds number x 10” 6 , ft” 1 

free-stream stagnation temperature, °F 

aircraft model longitudinal speed during continuous sweep runs, in/s 


a 

A p 


P/Pref)avg 

{Ap/p 

ref ) cor 
(A p/p ref^unc 

Ax 
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angle of attack, deg 

measured differential pressure between survey probe and reference probe or the dif- 
ferential between the computed static pressure ahead of the wedge probe and the 
measured reference probe pressure ( p\ — p re f ), psfd 
average sonic boom pressure signature parameter where Ax < 21.25 in. 
corrected sonic boom pressure signature parameter (see equation [lj) 
uncorrected sonic boom pressure signature parameter 

distance from model nose to survey probe orifices or wedge probe leading edge mea- 
sured parallel to tunnel sidewall (see figure 2b and 4c), in. 
ratio of specific heats 


Apparatus and Experimental Methods 

Wind Tunnel Description 

The wind tunnel test was conducted in the Langley Unitary Plan Wind Tunnel, which is a contin- 
uous flow, variable pressure, supersonic wind tunnel. The tunnel contains two test sections that 
are approximately 4 ft by 4 ft square and 7 ft long. Each test section covers only part of the 
Mach number range of the tunnel. The nozzle ahead of each test section consists of an asymmetric 
sliding block that allows continuous Mach number variation during tunnel operations from 1.5 to 
2.9 in the low Mach number test section (#1) and 2.3 to 4.6 in the high Mach number test section 
(#2). Reference [13j contains a complete description of the facility along with test section calibration 
information. 
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Table [l] shows the nominal free-stream conditions used during this investigation in test sec- 
tion #1. Test section # 2 was not used for this test. 

Table 1. Nominal free-stream test conditions 


M 

Re, ft 1 

Po, psfa T 0 , °F 

q, psfa p, psfa 

2.00 

2.00 

1253 125 

448.5 160.2 


The tunnel air dew point was maintained below — 20° F (at atmospheric pressure) to minimize 
water vapor condensation effects. 

General Test Description 
Conical Survey Probe 

Figure [l] shows a photograph and sketch of the wind tunnel test setup for the slender conical survey 
probe. One of the test section doors that normally contains schlieren windows was replaced with a 
solid steel door so that some of the sonic boom measurement hardware (free-stream reference probe, 
survey probe, and transducer box) could be attached to the tunnel sidewall. The reference probe, 
which was also a slender conical probe, was mounted to the tunnel sidewall above and slightly 
upstream of the survey probe using a fixed (nonmovable) support bracket. The conical survey 
probe was mounted to the sidewall near the tunnel centerline using a support that was part of a 
mechanism that could move the probe longitudinally in the test section. However, during this test 
the conical survey probe remained at a fixed longitudinal position for all runs where it was used. 
A transducer box was located above and downstream of the conical survey probe location and was 
used to house pressure transducers that measured the differential pressure between the reference 
and survey probes, and a transducer that measured just the reference probe pressure. Figure [2] 
shows the relative positions of the sonic boom hardware. Figure [3] shows the overall dimensions 
of the reference probe mounting bracket, survey probe mechanism, and transducer box. Details of 
the reference and survey probes are presented in the Instrumentation and Measurements section. 

Wedge Survey Probe 

Figure [4] shows a photograph and sketch of the wind tunnel test setup for the wedge survey probe. 
The test layout for the wedge survey probe was exactly the same as the conical survey probe except 
that the conical survey probe and mechanism were replaced by the wedge probe and a wedge probe 
holder. The leading edge of the wedge survey probe at the probe centerline was located at the same 
position in the tunnel as the pressure orifices in the conical survey probe. The reference probe 
remained on the tunnel sidewall, and the measured reference probe pressure was used in the wedge 
survey probe data reduction similar to the conical survey probe data reduction (see Corrections 
section). Figure [5] shows the overall dimensions of the wedge probe holder. Details of the wedge 
survey probe are presented in the Instrumentation and Measurements section. 

Aircraft Model 

The aircraft model used during this test was a generic business jet configuration that had previously 
been tested in UPWT and was designated as the straight-line segmented leading edge (SLSLE) 
model. A sketch and photograph of the model are shown in figure [6| The SLSLE model was chosen 
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for this test because it was available and because data from the previous test were accessible for 
comparison (ref. [8j). The SLSLE model was tested without boundary layer transition grit. The 
SLSLE configuration was designed using the following criteria: 


• Cruise Mach number 2.00 

• Beginning cruise weight 88,000 lbf 

• Beginning cruise altitude 53,000 ft 

• Sonic boom ground overpressure 0.5 psfd 


Additional details about the overall design of the model can be found in references |8j and UU 


Model Installation 


The SLSLE model and sting were pinned together and were designed not to be taken apart. The 
sting was attached to the sonic boom angle of attack (AOA) mechanism, which was in turn attached 


to the tunnel roll coupling and model support system (see fig. la). The SLSLE model was tested 
with positive normal force in the horizontal plane, i.e. , wings vertical, for all of the sonic boom 
pressure signature runs. 

The tunnel angle of attack mechanism was not used to set the model angle of attack and 
remained at a fixed position during this test. Instead, the sonic boom AOA mechanism was 
used to set the model angle of attack to approximately 2.3°. The AOA consisted of both the 
pitch angle set with the sonic boom AOA mechanism and deflection caused by aerodynamic loads. 
During this test, the sonic boom AOA mechanism pitch angle was set to approximately 1.7° to 
match one of the settings used during the previous test of the SLSLE model in UPWT. Because 
data from a previous test that used the sonic boom AOA mechanism showed that the mechanism 
contained approximately 0.2° of play (movement of the pitch mechanism that was not indicated 
by a linear potentiometer located inside the mechanism), a jam nut was fabricated and installed in 
the mechanism to lock it at the required pitch angle. Figure [7] shows the jam nut installed in the 
sonic boom AOA mechanism. 

The tunnel model support system was used to position the SLSLE model laterally and longi- 
tudinally in the test section relative to the conical probe or the wedge probe. During this test, 
the model nose was positioned at h ~ 13.5 in. (see fig. 2b and 4c) then the tunnel model support 


system was disabled in the lateral direction to prevent h from varying during the test. The tunnel 
model support system longitudinal movement capability was used to move the SLSLE model past 
either the conical probe or wedge probe to measure the sonic boom pressure signature. During 
each pressure signature run, the model was moved longitudinally approximately 16.5 in. 

During a typical run, the SLSLE model was initially positioned so that the nose shock was 
located downstream of the conical survey probe or wedge probe. The model was moved forward 
in 0.125 in. increments while the model sonic boom pressure signature data were acquired. Wedge 
probe data were also acquired in continuous sweep runs where the model was moved continuously 
past the probe. During the continuous sweep runs, the model was again positioned so that the nose 
shock was located downstream of the wedge probe. The data acquisition system was started, and 
approximately 10 s of data were acquired before the model movement began. After the model was 
moved forward the required distance, the model movement was stopped, and data were acquired 
for an additional 10 s. 
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Instrumentation and Measurements 


Sketches of the conical reference and survey probes are shown in figure [8| The probes were identical 
4° included angle cones with a hole drilled through the probe and into a central chamber creating 
two static pressure orifices. For these tests, the free-stream reference probe orifices were oriented 
such that one orifice was on top of the probe and the other on the bottom of the probe when viewing 
the probe from the side, i.e. , looking into the tunnel sidewall. The conical survey probe orifices 
should have been oriented the same as the reference probe; however, because of an installation 
mistake, they were oriented such that one orifice was facing the tunnel sidewall used to mount 
the probes and the other was facing toward the model. Comparison of the sonic boom pressure 
signatures from the current test to a signature obtained during the previous test of the same model 
in UPWT shows no significant differences indicating that the misalignment of the conical survey 
probe orifices did not adversely affect the pressure signature. The comparison will be presented 
later in this report. The lengths of stainless steel tubing used to connect the reference and survey 
probes to the pressure transducers located in the transducer box are noted in figure [8j The final 
pressure connections inside the transducer box used flexible tubing (7/32 in. outside diameter, OD, 
by 3/32 in. inside diameter, ID). 

Figure [9] shows a schematic of the reference and conical survey probe connections to the pressure 
transducers. A solenoid activated valve that could be remotely operated was used to equalize 
the pressures across the differential pressure transducer to minimize the risk of over pressurizing 
the transducer during tunnel start and stops. The differential pressure between the reference 
and conical survey probe was measured with a ±13.006 psfd (±2.5 in. water column) pressure 
transducer, which had a quoted accuracy of ±0.018 psfd in the manufacturer’s product literature. 
An in-situ calibration of the differential pressure transducer was performed, and the uncertainty 
in the difference between the applied and measured pressures, otherwise know as the regression 
uncertainty, was ±0.016 psfd at a 95 % confidence level. In addition, the reference probe pressure 
was measured directly with a 720 psfa absolute pressure transducer, which had a manufacturer’s 
quoted accuracy of ±0.72 psfa. An in-situ calibration of the absolute pressure transducer was 
performed, and the regression uncertainty was ±0.172 psfa at a 95 % confidence level. 

The transducer box was located on the tunnel sidewall above and downstream of the reference 
and conical survey probes. The purpose of the transducer box was to house the differential and 
absolute pressure transducers as close to the reference and conical survey probes as possible to 
minimize pressure lag effects. The transducer box was sealed, and the inside was maintained at 
near atmospheric conditions so that there would be no significant temperature or pressure effects on 
the pressure transducers. The solenoid activated valve was also located inside the transducer box. 


Figure 10 shows the inside of the transducer box with the two pressure transducers and solenoid 
valve. 

The transducer box was fabricated out of aluminum with a polycarbonate insulating cover, 
which can be seen in figure la The aluminum box was water cooled using 0.125 in. OD copper 


tubing epoxied into grooves machined into the sides, top, and bottom of the box. There were four 
separate cooling circuits for the left side, right side, top, and bottom of the transducer box. Cooling 
water was supplied to each circuit, and the water flow was controlled with a small brass needle valve. 
In addition to the water cooling, atmospheric air was circulated inside the box to help maintain a 
constant temperature inside the box. Two 0.5 in. OD nylon tubes were routed to the box and were 
used to supply cooling air to the box using a vacuum cleaner to pull atmospheric air through one 
of the nylon tubes, into the box, and then out the second nylon tube. Six type T (copper /copper- 
nickel) thermocouples were installed inside the transducer box to monitor the differential pressure 
transducer, air, and transducer box wall temperatures. 
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Sketches and photographs of the wedge probe are shown in figure 11 The wedge probe had a 
half angle of 8°. The upper surface of the wedge probe had a total pressure tube and two static 
pressure orifices (teed together) in the wedge surface. The lower wedge surface had a single total 
pressure tube. Three pressure transducers were located inside the cylindrical portion of the wedge 
probe. The total pressure tubes were measured with individual 10 psia transducers, and the static 
pressure orifices were measured with a 5 psia transducer. The manufacturer’s quoted accuracies of 
the 10 psia and 5 psia transducers were ±0.05 psia and ±0.025 psia, respectively. 

A type T thermocouple was attached to the aft end of the cylindrical portion of the wedge 
probe near the electrical connector as shown in figure [12] For this photograph, the cover plate on 
the wedge probe holder was removed, and the wedge probe was positioned further downstream in 
the holder than the normal wind on position. The purpose of this thermocouple was to measure 
the approximate temperature of the pressure transducers during the wind-on runs. The pressure 
transducers were supposed to be temperature compensated; however, previous calibrations of the 
transducers at NASA Dryden Flight Research Center showed that some of the transducers were 
not well temperature compensated (ref. ITTj) . Therefore, the pressure transducers were recalibrated 
after the present test at the approximate mean temperature measured by the thermocouple during 
all wedge probe runs (95°F). All of the wedge probe data were re-reduced after the test using the 
new pressure transducer calibration constants. 

Normal force and pitching moment data on the SLSLE model were measured with a 2-component 
electrical strain gage balance that was integral to the sting. The strain gages were located near the 
aft end of the sting and were covered with auto body filler that was faired to the sting contour. 
Figure 13 shows the locations of the model and balance moment reference centers. The full scale 


balance limits are shown in table [2] along with the computed balance accuracies as a percentage of 
full scale balance limits. To compute the balance accuracies, the balance calibration data were run 
through the balance calibration equations. The standard deviation of the difference between the 
computed and applied loads was determined for all of the calibration loads. The balance accuracies 
reported in table [2] are at a 95 % confidence level. 


Table 2. Range and accuracy of balance components 


Component 

Range 

Accuracy 

Normal force 

±5 lbf 

±0.23 % of full scale 

Pitching moment 

±109.2 in- lbf 

±0.04 % of full scale 


Two platinum resistance thermometers (PRT) were installed on the sting; one near the forward 
balance bridge and the second near the aft balance bridge. The purpose of the PRTs was to monitor 
the temperature gradient across the balance bridges and not to compensate for balance sensitivity 
changes caused by temperature. Data were only acquired after the two PRT temperatures stabilized 
with minimal temperature differential. 

The tunnel stagnation pressure was measured with a 100 psia bourdon tube pressure transducer 
that had a manufacturer’s quoted accuracy of ±0.003 psia at a 95 % confidence level. The tunnel 
stagnation temperature was measured with a platinum resistance thermometer. 

The model support system lateral and longitudinal movement were measured by absolute rotary 
encoders that were mounted to the system drive screws. The estimated accuracy of the model 
support system position based on calibration data was ±0.005 in. for both the longitudinal and 
lateral positions. 
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The model support system AOA was measured with an accelerometer mounted to the support 
system just downstream of the roll coupling and was adjusted so that the sonic boom AOA mech- 
anism was level before the SLSLE model was rolled to the wings vertical position. The model 
support AOA mechanism was not adjusted after leveling the sonic boom AOA mechanism. 

The sonic boom AOA mechanism pitch angle was measured with a linear potentiometer. As 
discussed earlier, a jam nut was used to lock the mechanism to a single pitch angle. However, 
the jam nut could have locked in some unknown pitch error caused by the sonic boom AOA 
mechanism play. Based on unpublished checks conducted during a previous test, the mechanism 
play (and, consequently, the unknown pitch error) was as large as 0.2°. Because the sonic boom 
AOA reading probably contained some fixed unknown error, the computed SLSLE model nose 
separation distance, h, which was a function of the pitch angle, also probably contained some error. 
However, since the pitch angle was fixed for the entire test, the small error in h would be constant 
for the entire test and, therefore, would not affect the results or conclusions of the test. 

Data were acquired in either a move-pause or continuous mode depending on the run. The data 
acquisition system scan rate for the move-pause runs was 30 frames/s for two seconds; all of the 
instrumentation readings (millivolt values) acquired during the two second period were averaged 
before data reduction. The data acquisition system scan rate for the continuous runs was 120 
frames/s. The data acquisition system used a 1 Hz low pass filter (2-pole Butterworth). 

Wedge Probe Data Reduction 

Using the two stagnation pressure measurements and the upper surface static pressure measurement 
on the wedge probe, an iterative procedure as described by Bobbitt (ref. fTOl and ITT1) can determine 
the static pressure ahead of the wedge probe. The step by step procedure used for the wedge probe 
data obtained during this test is documented in the appendix. The computed static pressure ahead 
of the wedge probe is then used to compute the sonic boom pressure signature parameter. 

Corrections 

The data acquired during the test were not corrected for tunnel flow angularity. The distance 
from the model nose to the conical survey probe or wedge probe measured perpendicular to tunnel 
sidewall, h, was corrected for sting deflection caused by aerodynamic loads. In addition, the model 
AOA was corrected for sting deflection caused by aerodynamic loads. Because the sonic boom AOA 
mechanism was locked at one position, the SLSLE model AOA remained at approximately 2.3° for 
the entire test. 

The measured sonic boom pressure signature parameter was defined as (Ap/p re f) unc . For the 
conical survey probe, A p was the measured differential pressure between the conical survey probe 
and the reference probe. For the wedge survey probe, A p was the difference between the computed 
static pressure ahead of the wedge probe and the reference probe pressure (pi — p re f )• 

Because of static pressure variation within the tunnel test section, the A p values for the conical 
and wedge survey probes were not equal to zero. Consequently, the uncorrected sonic boom pressure 
signature parameter, (A p/p re f) urLC , was also not equal to zero when the model nose shock was 
located downstream of either the conical survey probe or wedge survey probe, i.e. , the probes 
were located in the free-stream flow. Therefore, the sonic boom pressure signatures were adjusted 
by averaging all (A p/p re f) U nc values with Ax < 21.25 in. during a signature run (conical and 
wedge survey probes located in the free-stream flow) and subtracting the average value from each 
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(A p/p re f)unc value, i.e. 


/Ap\ /Ap\ 

\Pref ) cor \Pref / unc \Pref ) avg 

Figure |T4| shows typical corrected and uncorrected sonic boom pressure signatures as a function 
of Ax for the conical and wedge survey probes to illustrate the approximate magnitude of the 
correction. No additional corrections or adjustments were performed to the sonic boom pressure 
signature data. 

Results and Discussion 

All of the plots in this section will show the corrected sonic boom pressure signature parameter 
(A p/p re f) cor as a function of Ax. As mentioned previously, the sonic boom angle of attack mech- 
anism was locked at one position to eliminate inadvertent angle of attack changes caused by the 
play in the mechanism. The resultant angle of attack of the SLSLE model was approximately 2.3° 
for the entire test. 

Conical Survey Probe Data Comparison Between Tests 

Figure [15] shows a comparison between the sonic boom pressure signature data as a function Ax 
for two sets of three back-to-back repeat runs obtained during the current test and data acquired 
during the previous test of this model in UPWT as described in reference [8]. The two sets of back- 
to-back repeat runs were obtained on two different days. The results show reasonable agreement 
between the six repeat runs of the current test. Comparison with the previous test data shows a 
slight (~ 0.5 in.) positive shift in Ax for the previous data. However, the magnitude and location of 
the signature peaks compare well between the tests indicating that nothing significant had changed 
between the tests, which gave confidence that the current test setup was satisfactory. The cause of 
the Ax shift between the two tests is unknown. 

One significant difference between the tests is apparent near Ax = 33 in. The previous test data 
show a negative peak as the flow expands aft of the model wing whereas the data for the current test 
flattens and does not peak. For the current test, the differential pressure transducer that measured 
A p was over scaled in this region, and an internal mechanical stop inside the transducer prevented 
over pressurization of the transducer. Although most details of the previous and current test were 
identical, the reference and survey probes for the previous test were 2° included angle cones while 
the current test used probes with 4° included angles. The larger angles on the reference and survey 
probes resulted in a larger measured A p that caused the differential pressure transducer diaphragm 
to hit the mechanical stop resulting in a constant millivolt output from the transducer. Because 
the purpose of this test was to compare the conical survey probe data with the wedge survey probe 
data, the over pressurization of the differential pressure transducer in this region did not affect the 
conclusions of this test. 

Data Comparison Between Conical and Wedge Survey Probes 

Figure [l6| shows comparisons between the sonic boom pressure signatures obtained with the conical 
probe and the wedge probe. Two sets of three back-to-back runs were obtained on two different 
days for both the conical probe and the wedge probe. Each set of repeat runs are shown in figure [TB) 
The results show that the wedge probe signatures are offset in the +Ax direction relative to the 
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conical probe data and that the magnitude of the signature peaks were generally larger than the 
conical probe data. 

At the beginning of the pressure signatures, the sonic boom pressure signature parameter is zero 
for both the conical probe and wedge probe because the model nose shock is downstream of both the 
conical and wedge probes. At Ax < 22 in., the wedge probe pressure signature shows a significant 


decrease while the conical probe signature is still zero. The reason for the sharp decrease in the 
wedge probe signature is illustrated in figure [TTl At the beginning of the wedge probe pressure 


signature, the model nose shock is downstream of the wedge probe and, consequently, the wedge 
probe is located in the free-stream flow. As the pressure signature run progresses, the nose shock 
will eventually pass over the wedge upper surface stagnation pressure tube ( po 3 ), but the upper 
wedge surface static pressures (^ 2 ) and lower surface stagnation pressure tube (P 04 ) will be upstream 
of the model nose shock. Because the equations used to calculate the wedge probe parameters were 
derived assuming the entire probe is in a uniform flow field, the spatial separation of the pressure 
measurements on the wedge probe results in an incorrect calculation of the static pressure ahead 
of the wedge probe, p\. Because the wedge probe is never located in a uniform flow field along the 
entire sonic boom pressure signature (except at the beginning of the signature), the entire wedge 
probe signature is affected by the pressure measurement spatial separation issue. 

To better illustrate the wedge probe pressure measurement spatial separation issue, the wedge 
probe individual pressure measurements that were obtained during a continuous run were plotted. 
Details of acquiring continuous sonic boom pressure signature data are given in reference IT^. During 
the continuous run, the SLSLE model was continuously moved in the axial direction while the 
pressure signature data were obtained. Figure [18] shows a comparison between the wedge probe 
move-pause pressure signatures from figure 16a compared to a single continuous pressure signature 
obtained with the wedge probe. The continuous wedge probe pressure signature is similar to the 
move-pause data except that the continuous data shows more unsteadiness because the continuous 
data were not averaged. Figure [19] shows a comparison between the slender conical probe move- 
pause pressure signatures from figure |16e 


compared to the single continuous pressure signature 


obtained with the wedge probe that is shown in figure 18. Finally, figure 20 shows the continuous 


data individual wedge probe pressures from figure [T9] plotted as function of Ax for values near 
22 in., i.e. , the Ax location where the model nose shock first passes over the wedge probe. The 
thick vertical lines on the plots for po 3 ) P 2 , and po 4 show approximately where the pressures begin 
to rise as the nose shock passes over each of the pressure orifices or tubes. The plot of p±, which is 
computed from the wedge probe equations, shows that p\ remains constant at approximately 160 
psfa while the model nose shock is downstream of the wedge probe. As the nose shock passes over 
the upper surface stagnation pressure tube, po 3 increases and p\ begins to decrease, which causes 
(A p/p re/)c 
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/ cor to decrease as previously shown in figure 
Although it is possible to reduce the size of the wedge probe and, thus, reduce the spatial 
separation of the probe pressure measurements as suggested in reference flOl there will always 
be spatial separation of the pressure measurements that will cause issues measuring sonic boom 
pressure signatures with the wedge probe in supersonic wind tunnels. 


Concluding Remarks 

A wind tunnel investigation was conducted in the Langley Unitary Plan Wind Tunnel to determine 
the effectiveness of a wedge probe to measure aircraft sonic boom signatures compared to slender 
conical probes, which have typically been used in the past. Sonic boom signatures were measured 
on an existing generic business jet model at a constant angle of attack and at a model nose to 
survey probe (wedge or conical) separation distance of 13.5 in. The sonic boom signatures were 
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obtained at a Mach number of 2.0 and at a free-stream unit Reynolds number of 2 million per foot. 

The results of the test showed significant differences between the sonic boom pressure signatures 
measured with the wedge probe compared to the conical probe. The wedge probe data reduction 
equations assumed that the probe was located in a uniform flow field, and the spatial separation of 
three measured pressures on the wedge probe caused the calculation of the static pressure ahead 
of the wedge probe to be in error. Because the wedge probe is never located in a uniform flow field 
along the entire sonic boom pressure signature (except at the beginning of the signature) , the entire 
wedge probe signature is affected by pressure measurement spatial separation issue. Although it 
is possible to reduce the size of the wedge probe and, thus, reduce the spatial separation of the 
probe pressure measurements, there will always be spatial separation of the pressure measurements 
that will cause issues measuring sonic boom pressure signatures with the wedge probe in supersonic 
wind tunnels. 
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(a) Model mounted in wind tunnel. 





o3 


c2 

0 ) 

> 

o 


0 ) 

X 

o 

f-H 

CD 

CD 

P 

go 

p 

c5 

4 ^> 


OD 

’> 

a 

Eh 


CD 

j 3 

D 

P 

O 

O 


0 ) 

f-H 

P 

e bX) 


13 


Center 
of two 

Solid steel door blank orifices 



14 


Figure 2. Details of the experimental setup for the conical survey probe. All dimensions are in inches. 
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Figure 3. Various hardware sketches. All dimensions are in inches unless otherwise noted. 
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(b) Survey probe mechanism. 



18 


Figure 3. Concluded. 
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Figure 4. Continued. 
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Figure 5. Wedge probe holder. Dimensions are in inches. 
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Figure 6. Straight-line segmented leading edge model description. All dimensions are in inches unless otherwise noted. 
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Figure 6. Concluded. 
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Figure 7. Jam nut used to lock the position of the sonic boom AOA mechanism. 
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Figure 10. Transducer box (insulating plastic cover removed). 
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Figure 12. Thermocouple attached to aft end of wedge probe. 
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Figure 13. Moment reference center locations. All dimensions are in inches. 
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Figure 15. Sonic boom pressure signature comparison between tests. 
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Figure 16. Comparison of sonic boom pressure signatures obtained with conical and wedge probes. 
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(b) Second set of repeats. 
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Figure 17. Sketch illustrating interaction of model nose shock and wedge probe. 
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Figure 18. Comparison of wedge probe move-pause and continuous pressure signatures. 
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Figure 19. Comparison of conical probe move-pause pressure signatures and wedge probe continuous pressure signature. 
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Figure 20. Wedge probe individual pressures measured during a continuous sweep run. 


Appendix 


Wedge Probe Data Reduction Procedure 

The procedure used to reduce the data from the wedge probe is presented in this appendix. 
The procedure is based on the method documented in references llOl and ITT;. Figure A 1 shows a 
sketch of the wedge and the nomenclature used in the equations. The pressures po3, P04, and p2 
were measured. These pressures and the known half angle of the wedge were used in an iterative 
procedure to compute the remaining variables listed in figure A 1 The equations were derived for 
air with 7 = 1 . 4 . 



The following variables are measured or known: 

P2 measured static pressure on wedge upper surface, psfa 

P03 measured stagnation pressure behind normal shock on wedge upper surface, psfa 

P04 measured stagnation pressure ahead of wedge oblique shock and behind normal 

shock, psfa 

w wedge half angle ( 8 ° for wedge probe) 


Using the above measured or known values in the procedure below results in the following 
computed values: 


Mi 

M 2 

Pm 

P02 

Pi 

6 


Mach number ahead of wedge probe 

Mach number behind the wedge upper surface oblique shock 
stagnation pressure ahead of wedge probe, psfa 
stagnation pressure on wedge upper surface, psfa 
static pressure ahead of wedge probe, psfa 
wedge upper surface flow deflection angle, deg 

wedge upper surface oblique shock wave angle relative to oncoming flow, deg 
flow inclination ahead of wedge probe (Of positive as shown in figure Al), deg 
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1. Compute estimate of M 2 . 



2. Compute P 03 /P 2 using estimate of M 2 . 


P 03 _ (6 fMl 

P2 (5) 7 8 9 / 2 (7M| - 1 ) 5/2 


3. Compute error between measured and calculated po 3 /p 2 - 


4. Determine if the absolute value of errorl is greater than 0.0001. 

|errorl| > 0.0001 

If yes, then continue with step [5] If no, then continue with step [6} 

5. Compute new estimate of M 2 . 

M 2 = M 2 (l + errorl) 

Continue with step [2] 

6. Compute po 2 - 


7. Compute estimate of Mi . 

Mi = 72 - ^5161.538- 153.846M 2 

8. Compute estimate of £ = p- 2 /pi- 

£ = 1.41625 - 0.04Mi + 0.055M! 2 

9. Compute Mach number ahead of wedge probe, Mi, squared. 


errorl = 
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10 . Compute P2 /po4- 


P 2 

P04 


5£ /35 Mf-5^ 572 
6M 2 V 36M 2 


11. Compute error between measured and calculated P 2 /po 4 - 


error2 = 


P2 \ 

7*04 / measured 


P 2 

7*04 / calculated 


P ‘2 \ 

7*04 / measured 


12. Determine if the absolute value of error2 is greater than 0.0001. 
|error2| > 0.0001 


If yes, then continue with step 13 If no, then continue with step 14 

13. Compute new estimate of £. 

£ = £(1 + error2 ) 

Continue with step [9j 

14. Compute pi . 


Pi = 


P2 

£ 


15. Compute M\ . 

Mi = sJm? 

16 . Compute poi- 

Pol =p 1 (l + 0.2M 1 2 ) 7/2 

17. Compute shock wave angle, 0. 


0 = arcsin 


*6£ + l 
7 Ml 


18. Compute flow deflection angle, 5. 
5 = 0 — arcsin , 


£ + 6 


, 7 £Mf 

19. Compute flow inclination, Of. 

0 f = w — 5 

20. Compute uncorrected sonic boom pressure signature parameter. 

Pi Pref 


(A p/p ref)unc — 


Pref 
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